Volume exclusion errors and the determination of serum zinc.
Volume exclusion gives rise to positive errors in the results of plasma or serum zinc determinations by methods in which protein is precipitated and the zinc extracted into solution. The error is amplified if two extraction steps are employed, and may be +20% or more. The same effects must be expected in any analysis involving comparable extraction procedures, whatever the substance being determined.